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As cone-beam computed tomography (CBCT) is becoming popular in temporal bone 
imaging, there is a pressing need to improve the quality of images rendered by this 
device in temporal bone imaging. This prospective cadaver study aims at evaluating the 
image quality and assessing the changes that result when three different filter 
combinations, variation in the number of projections, and tube current are used in 
CBCT temporal bone imaging. The image acquisition was carried out using three filter 
combinations, Cu-Al, Cu-Cu and Al-Al, with varying thickness and the number of 
projections was changed from the standard 100% to 150%. Additionally, 8 mA and 12.5 
mA were used in all cases. The quality of the acquired images was then qualitatively 
(visually) and quantitatively (noise analysis) assessed. The visual assessment was 
carried out by two radiologists with over 20 years‟ experience in the field of diagnostic 
radiology and the noise analysis (standard deviation), an algorithm-based assessment, 
was done in MATLAB user interface.   
The results showed that Copper and Aluminum (Cu-Al) filters offered the best image 
quality when compared with the Cu-Cu (factory-fitted) and Al-Al filter combinations in 
both visual and algorithm-based assessments. From the results, it was also demonstrated 
that increasing the number of projections from the standard 100% number of projections 
to 150% offered a better characterization of the complex temporal bone anatomy in both 
visual and noise analysis assessments. Finally, changes in the tube current from 8 mA to 
12.5 mA resulted in a minimal change of the image quality when visually assessed. 
However, the effects of the tube current variations increased when the algorithm-based 
noise analysis was carried out. 
 
In conclusion, variations in the material property of the filter, effective filter inter-
positioning, and variations in the number of projections optimize the image quality in 
CBCT temporal bone imaging. 
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1. INTRODUCTION 
As the anatomy of temporal bone is complex and contains many small but clinically 
important bones, air spaces, and varieties of soft tissues, temporal bone imaging is one 
of the most challenging protocols in diagnostic imaging [5; 22; 23]. The chosen imaging 
method selected for surgical planning, pre- and post-operative follow up, interoperative 
guidance, and other diagnoses of ear related disorders must be able to reveal even the 
smallest anatomical details in the temporal bone. This is because very small damage in 
this area often results in significant problems if the patient does not receive proper care. 
As a result, high resolution images that can reveal the complex anatomical nature of 
temporal bone are of major importance when temporal bone diagnosis is required [5; 
15; 21; 22; 44; 56; 57]. 
 
1.1 Objectives of the thesis 
The objective of this thesis is to comparatively analyze the changes in image quality 
that arise in the temporal bone area using different filter combinations, number of 
projections and milliamperage (tube current) on the SCANORA 3D, cone-beam 3D 
imaging system (CBCT). The findings of this thesis will provide understanding about 
the effects of variations in the material property of the filter, and variations in the 
number of projections and tube current on image quality in CBCT temporal bone 
imaging. This research will also underline the need for further research on the effects of 
exposure parameters and filtration to optimize image quality in CBCT. 
 
At present, multi-detector computed tomography (MDCT) of high enough resolution is 
used as a standard method for temporal bone imaging. High-resolution images of the 
temporal bone are obtained in most cases using a 64-slice MDCT imaging device [5; 
15; 22; 44]. The main advantages of MDCT for temporal bone imaging are shorter 
acquisition times, a decrease in tube current load and better spatial resolution [44; 51; 
55]. The short acquisition time is an advantage especially when dealing with younger 
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patients and patients in severe pain that often need sedatives to calm them down for 
appropriate image acquisition. The ability of MDCT to obtain images of both temporal 
bones in one scan is another reason why MDCT is effective for imaging the temporal 
bone [5; 22]. The wide difference in temporal bone structures and the ability to obtain 
the images of both temporal bones simultaneously is one of the reasons why MDCT 
excels in this area. Despite the advantages of this method, MDCT examinations are 
known for the high radiation dose delivered to patients. MDCT delivers an even higher 
radiation dose when compared with single detector CT scanners [22; 56].  Additionally, 
temporal bone imaging requires high quality images that in most cases require high 
resolution scanning; hence a higher radiation dose is required [5; 15; 22; 56]. 
Furthermore, for follow-up and interoperative scanning, the dose cumulatively increases 
when MDCT is used and this may pose huge challenges for the use of MDCT in such 
case [8; 44; 55]. 
 
Magnetic resonance imaging (MRI) of 1.5 Tesla (T) strength is another method used in 
inner ear imaging. High resolution MR imaging has an advantage over all types of CT 
imaging of the temporal bone as it gives a better soft tissue and fluid-filled 
characterization [5; 22; 57]. MRI scanning requires no radiation for its acquisition and it 
is completely safe for multiple usage and diagnosis follow-up [44: 56]. Despite several 
advantages, the major limitations of this method are the lack of bony details and the 
signal void experienced during the application of the radiofrequency pulse [22; 56; 57]. 
This is due to the lack of water containing material and mobile protons in the dense 
cortical bones. Another major disadvantage of using this method in temporal bone 
imagining is the very high cost of the examination and the sedation needed for younger 
patients or patients in severe pain [22]. In addition, this method cannot be used for 
interoperative imaging were metal objects are needed for the operations as the 
superconducting magnets will attract the metals. Also, for patients who are allergic to 
certain contrast agents, another type of contrast agent that may cost more is required.  In 
summary, the use of MRI in temporal bone imaging is dependent on the area to be 
visualized, age [57], the pathology involved and its severity level. MRI may serve as a 
complementary method when CT is used [22; 55; 56; 57; 63]. 
 
 
 10 
The use of cone beam computed tomography (CBCT) imaging has progressed rapidly in 
temporal bone imaging. This has inevitably led to many new questions concerning its 
exact applicability, in terms of image quality, when compared with multi detector 
computed tomography (MDCT) in temporal bone imaging. CBCT provides digital, 
volumetric and interactive images that can be used for diagnostic and surgical planning 
purposes [10; 38; 39; 55]. It was introduced in 1997, and since then, it has been 
increasingly used for image guidance, dental radiology, and angiography. The frequent 
use of CBCT temporal bone diagnosis is based on its good characterization of bony 
structures with a radiation dose low enough to allow repeated imaging [30; 47; 54; 63]. 
As the radiation dose offered by CBCT is often lower than what is used in multi-slice 
computed tomography (MSCT) or MDCT [14], when the focus is on limited field of 
view (FOV), the use of CBCT in temporal bone imaging may be considered as a good 
option. This is because CBCT follows the "As Low As Reasonably Achievable" 
(ALARA) principle concerned with the use of lower radiation dose in diagnostic 
imaging [22; 28; 30]. However, an accepted ratio between exposure and image quality 
must be reached in order to use the ALARA principle as no exposure to X-rays is 
completely safe or free of risk (EC 2004) and image quality must not be compromised 
[30; 47; 54; 63]. This hypothesis then raised the question whether CBCT could be used 
as an alternative to MDCT for temporal bone imaging even when repeated investigation 
from a small portion of an anatomy is required. Furthermore, CBCT differs from 
conventional CT in its smaller size, shorter acquisition time, lower cost, limited field of 
view and the lower radiation dose, and convenience in patient positioning [17; 36; 50; 
52]. 
 
However, the presence of artifacts, noise, less uniformity, and low contrast resolution 
caused by the image acquisition and reconstruction techniques have been shown to have 
a negative effect on CBCT image quality [14; 25; 27; 29]. Consequently, the image 
quality offered by CBCT in temporal bone imaging is often lower when compared with 
MDCT for this purpose. This hinders the effective analysis of the complex temporal 
bone anatomy from the acquired images [14; 51; 54; 55; 57]. In order to tackle this 
problem, this thesis focuses on one of the possible solutions: optimizing the image 
quality through the use of different filtration possibilities in CBCT imaging. In most 
CBCT devices, the filters are often made of aluminum or copper [11; 29; 52]. The 
filtration process does not only lead to the removal of low energy X-rays, but it also 
 11 
reduces the exposure of the skin to radiation [11; 29; 52].  The use of filter materials 
with atomic number (Z) higher than that of aluminum (Al) are known to enhance image 
quality. An example is the use of copper (Cu) or tin (Sn) that allows greater attenuation 
of low energy photons [11; 25; 27; 29; 35; 52].  
 
A considerable amount of literature has been published on temporal bone imaging, 
effects of filtration, and the use of CBCT. Table 1 presents some of the pioneering 
studies related to this work. 
Table 1: Pioneer study in effects of filtration, number of projections and tube 
current in CT imaging.  
Author Study question Data and modality used  Results and conclusions 
Milton 
Costa et 
al. (2009) 
Effect of additional 
filtration on radiation 
doses and image 
quality in 
videofluoroscopic 
studies. 
An ionization chamber 
coupled with an 
electrometer was added 
to X-ray tube to 
measure the kerma area 
product with 65 kV and 
0.7 mA technique, 
without and with 
additional filtration. 
Additional aluminum 
and copper filters 
interposition, especially 
when associated, results 
in improved image 
quality with expressive 
reduction in the required 
radiation doses [9]. 
Dalchow 
et al. 
(2006) 
Digital volume 
tomography: 
Radiologic 
examinations of the 
temporal bone. 
Twenty-five patients 
with a history of a 
progressive hearing loss 
were imaged with 
digital volume 
tomography (DVT), an 
extension of panoramic 
tomography [10]. 
In conclusion, they 
stated that DVT is an 
excellent technique to 
examine the middle ear 
cleft and inner ear with 
minimum radiation dose 
[10].  
Sohaib et 
al. (2001) 
The effect of 
decreasing mAs on 
image quality and 
patient dose in sinus 
CT. 
Forty consecutive 
patients undergoing 
paranasal sinus CT. Ten 
patients were scanned at 
200 mAs, 150 mAs, 100 
No significant difference 
was shown between any 
of the four groups in 
terms of image quality 
according to the scoring 
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mAs and 50 mAs, 
respectively. Images 
were received by two 
observers who were not 
aware of the mAs 
settings. 
system used in this study 
[54]. 
Palomo 
et al. 
(2006)  
Influence of mA 
settings and a copper 
filter in CBCT image 
resolution. 
A C-Phantom that 
contains 9 sets of metal 
lines submerged in 
water was imaged using 
CBCT to test the image 
resolution at 2 mA, 5 
mA, 10 mA, and 15 
mA. 
They concluded that the 
images with the higher 
milliamperage and a 
copper filter showed the 
best resolution [41]. 
Devito et 
al. (2006) 
Copper filter for 
dental radiology: 
evaluation of 
radiographic 
contrast. 
Aluminum wedge was 
imaged using a dental 
X-ray machine with 
alternative copper 
filtration. 
It was concluded that the 
use of copper filter 
yielded better contrast 
but required longer 
exposure times. It 
reduces the air-kerma 
rate and results in higher 
contrast values than 
those obtained with an 
aluminum filter [11]. 
Sakata et 
al. (2007) 
Optimization of 
TACT imaging 
protocols for in situ 
visualization of 
cochlear electrode 
arrays in cat 
temporal bones. 
Cadaveric cat temporal 
bones were scanned 
with Tuned Aperture 
Computed Tomography 
(TACT). 
 The quality of the 
resulting images, 
evaluated as a function 
of image contrast, 
improved with a larger 
number of basis images 
in the reconstruction. 
Wider projection angles 
also improved image 
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detail in addition to 
generating thinner slices 
[50]. 
 
1.2 Overview of Research Methodology 
This study was carried out at the Medical Imaging Centre, Department of Radiology, 
Tampere University Hospital, Tampere, Finland. It is a major cadaver study that 
included the sinus and temporal bone assessment. My part of the study included the 
image acquisition and image analysis of the temporal bone images. The study assessed 
the effect of filtration, varying exposure parameters, and tube current on CBCT image 
quality. An overview of the structure of the study is presented in Figure 1.1. 
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Figure 1.1: An overview of the structure of the study. 
 15 
2. THEORETICAL BACKGROUND 
This chapter reviews the theoretical background of radiography, the generations of CT 
scanners, and a brief description of temporal bone imaging.  
 
Radiography is the use of penetrating X-rays to generate images of an optically opaque, 
non-uniform object such as the human body [12; 34; 38; 39; 55]. In conventional X-ray 
imaging, an object is irradiated by photons generated from an X-ray source and the 
transmitted photons are registered on a photographic and optically reflective layer 
(detector). One of the major setbacks in radiology is the reduction of the 3D patient 
anatomy to a 2D projection image [34]. In order to further develop radiographic 
imaging, computed tomography originally called the “EMI” scan (research funded by 
the EMI music group) evolved from radiographic imaging. Computed tomography (CT) 
is a non-invasive, diagnostic technique in which a large series of cross-sectional, 2D X-
ray images or tomographic slices are used to generate 3D images of the internals of an 
object [12; 19; 34; 55]. It produces a high-contrast image with uniform magnification 
with well-defined image layer free of blurring and gives the possibility to reconstruct 
images in three-dimension. 
 
Furthermore, the invention of the CT scanner is said to be the most important 
development in radiology since the discovery of X-rays by Konrad Rontgen [12; 34].  
CT technology was first described in 1917 by Radon, an Austrian mathematician who 
wrote his thesis on this topic. However, the effect of his work was not recognized until 
over 50 years after the publication was released [34]. In 1979, a British Engineer G.N. 
Hounsfield and an American theoretical physicist A.M. Cormack were jointly awarded 
the Nobel Prize in medicine for their invention of CT [12; 19; 34]. Two major methods 
can be used in CT scanning: sequential scanning and spiral scanning [19]. In sequential 
CT, the image produced is cross-sectional and scanning is achieved by capturing 
transverse slices of the body from different orientations. The capturing occurs as the 
source and the detector rotate round the stationary patient at 360
0
. Conversely, in spiral 
CT, the patient table is moved through the scan field in a z-direction while the gantry 
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head performs several 360
0
 rotations in the same direction. This forms a spiral-like 
pattern around the body and generates a data volume from the superposition of the free 
images generated from the data [12; 19; 34]. 
2.1 Generations of CT Scanners 
Since Hounsfield‟s invention of the EMI scanner, several sets of CT acquisition 
geometries, x-ray sources, and detectors have been developed for visualization, 
diagnostic, and therapeutic purposes. These are referred to as generations [38, 56]. The 
first through fourth-generation CT systems used X-rays in single plane and are 
explained below.  
Early Generations of CT scanners 
The first generation of CT scanners consisted of an X-ray source and a single detector. 
The image was acquired by directing a parallel, pencil beam from the x-ray source 
through the object to a single detector along a straight line in the scan plane. The 
procedure was repeated for the next projection and a number of angular orientations 
obtained by rotating the frame by 1-degree intervals between translations to acquire 180 
projections [12; 19; 34]. The second-generation of CT scanners used similar translation-
rotation procedure as used in the first generation. Moreover, it replaced the pencil beam 
and the single detector by a fan beam and linear array of multiple detectors respectively. 
This provides enhanced data acquisition with improved image quality and shorter scan 
time compared with the first generation scanner [12; 19; 34].  
 
In the third-generation scanner, the number of detectors was increased, forming an arc-
shaped array of detectors. The angle of the fan beam was also increased with a field of 
view (FOV) wide enough to totally encompass the slice of interest. The source-detector 
combination rotates around the object at very high speed, often completing a full 360
o
 
rotation in less than one second. In the first through third generation scanners, the 
motion between the object being scanned and the source-detector pair is relative, and 
can be accomplished either by keeping the object stationary and moving the source-
detector pair, as is done in medical CT systems, or vice versa as is more common in 
industrial systems [12; 14; 34; 52; 50]. The fourth generation design consists of a 
stationary, complete ring of detectors and a single X-ray source that orbits around the 
object being scanned. The major drawback of the fourth generation of CT scanners is 
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the very high cost of the detector array and this has propelled the development of CT 
scanners from fan beam to cone beam geometry [12; 34; 38]. 
 
E-beam generation of CT scanners 
Electron-beam computerized tomography (EBCT), also known as ultrafast and sensitive 
CT, was designed to diagnose the calcium build-up in the arteries of the heart [34]. It 
was developed in 1996 at the Lucile Salter Packard Children‟s Hospital, Stanford, 
California [30]. Since the heart cannot be stopped during imaging, EBCT technology 
allows easier and better visualization of the pumping heart than conventional CT 
technology. A combination of lung function and breathing cycle markers trigger the e-
beam scanner at specific breath levels to perform a complete cycle of movement with 
each heart beat [34].  
 
 E-beam CT scanners use an electron gun and a circular ring of detector. The set-up 
possesses smaller source-detector separation and short electron path which results in an 
ultrafast scanning. The scanning method is ten-times faster as there are no mechanical 
moving parts and a complete dataset for image reconstruction is generated in less than 
100 ms, thus, reducing the need for sedative agents and lowers patient dose per scan. 
The electron gun, which has no mechanical spin, emits X-rays after the electrons hit the 
target. The target is a stationary X-ray source point and the electron beam is swept 
rapidly across the stationary target electromagnetically to generate X-ray from the 
moving focal spot. After the production of X-rays, the photons traverse the object, 
forming an image on the stationary array of fast X-rays detectors [30; 34]. 
 
2.2 Principles of Cone-beam Computed Tomography and 
Temporal bone imaging 
CBCT is a recent volumetric imaging method introduced in 1997 and developed 
initially for angiography [38; 39]. In recent years, it has been increasingly used in 
applications such as radiotherapy guidance [12], mammography [51], and maxillofacial 
diagnosis including implant site imaging, treatment planning, craniofacial surgery, and 
dentoalveolar applications [25; 55; 60]. A collimated cone shaped beam is used instead 
of a fan beam, and a planar grid replaces the linear series of detectors that captures 
 18 
several 2D projection images and constructs them into 3D images mathematically. This 
allows for much faster data acquisition, as the data required for multiple slices can be 
acquired in one rotation. However, CBCT is also computationally more intensive, prone 
to distortion, and in many cases provides lower-resolution images [25; 34; 50]. 
Interestingly, it has recently emerged as a potentially low dose cross-sectional means of 
visualizing bony structures in the temporal bone area of the head [14].  
 
CBCT technology uses a rotating gantry head that contains an X-ray source and a 
detector [51]. The tightly collimated, cone-shaped, pulsed or continuous X-ray flux 
emerging from the X-ray tube irradiates the object. In CBCT, the cylindrical FOV 
restricts the X-ray beam and may be selected to suit the examination. The image of the 
traversed object is then captured by a flat panel detector behind the object depending on 
the chosen FOV. A sequence of 2D projection images (from 150 to more than 600) of 
the chosen FOV are recorded with a 2D detector from a single 180 to 360 degree gantry 
rotation. These projection images are then reconstructed into a 3D image 
mathematically [12; 34; 55]. This acquisition method also differs from what is offered 
by conventional MDCT where each slice is acquired in a separate scan and a separate 
2D reconstruction is done for each slice. For this reason, CBCT is a faster method with 
optimized photon use, and computationally more intensive [19; 51]. On the other hand, 
the positioning of the field of view (FOV) in CBCT, which uses a single projection, is 
prone to error that reduces image contrast and also increases the noise level in the 
images [55]. This is due to the summing of attenuation structures in the depth direction 
and the substantially high scatter of the beam [12; 19; 34; 38].  
 
Data acquisition modes of CBCT devices differ from one manufacturer to another and 
from medical CT (MDCT or MSCT) systems. The SCANORA 3D cone beam 3D 
imaging system (Soredex, Tuusula, Finland) used in this study allows the patient to sit 
comfortably and fixes the patient‟s head to the head support using a head strap. This 
allows a precise image acquisition (Fig 2.1).  
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Figure 2.1: Major components of SCANORA 3D CBCT imaging system, with permission from 
Soredex, Tuusula, Finland [8] 
 
2.2.1 Temporal bone Imaging 
The standard imaging modalities for effective characterization of the complex anatomy 
of the temporal bone are multi-detector (or multi-slice) computed tomography and 
magnetic resonance imaging (MRI). However, the use of CBCT technology for 
temporal bone imaging is becoming popular in recent times. This is because it provides 
adequate visualization of the temporal bone and offers automatic 3D reconstruction of 
these images at a lower dose [15; 5; 57; 54]. As stated by Faccioli et al. (2009) [14], the 
effective dose of CBCT (Maxiscanner QR-DVT 9000, Verona, Italy) when compared 
with MSCT (Phillips, Eindhoven, Netherlands) is almost three times lower in temporal 
bone imaging. Despite the considerable dose saving permitted by CBCT, there is a need 
to improve its image quality, especially in temporal bone imaging [25; 27; 37; 51; 54].  
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2.3 Essential technical basis of CBCT 
The major production process in CBCT imaging includes the acquisition of a series of 
2D radiographs, reconstruction of the x-ray volume, and volume display and storage 
[21; 34; 51]. The CT process includes image acquisition that comprises an X-ray source, 
an object, a detector, and pre-processing that is often combined with image 
reconstruction in CBCT. It involves the calibration and the processing of the raw data 
acquired to yield projections. It comprises line integrals of the x-ray linear attenuation 
coefficient distribution associated with the object and image display and archiving. 
 
2.3.1 X-ray generation and emission spectra  
X-rays are generated in X-ray tubes when accelerated negatively charged electrons 
bombard targeted positively charged nuclei of high atomic number material such as 
tungsten [12; 13; 34; 56]. The electric field of the accelerated electron interacts with the 
target anode nucleus to release energy in the form of electromagnetic radiation (X-rays) 
called Bremsstrahlung or braking radiation. The Bremsstrahlung process X-rays have a 
continuous broad line energy spectrum (as shown in figure 2.2) and the X-rays 
generated are mostly with low energies.  The energy of Bremsstrahlung photons ranges 
from zero to the maximum kinetic energy of the incident photons. Characteristics X-
rays are the other type of X-rays produced alongside Bremsstrahlung X-rays. They are 
most useful in diagnostic radiology and are produced as excited electrons interact with 
the orbital electron [2; 12; 48; 52]. This results in transition of electrons between 
various orbital shells of the target atoms. They appear at discrete lines (as shown in 
figure 2.2) at a fixed energy in the X-ray spectrum and differ from the continuous 
energy spectrum of the Bremsstrahlung process [13; 48]. The fixed energy levels 
represent the differences between the binding energies of the electron orbital shells of 
the target atoms and are emitted when electrons make a transition from one atomic level 
to a lower atomic level.  The process involves ionization of a high-energy inner shell 
(K-shell) electron that is then replaced by on outer shell electron that transits from the L, 
M, N, O or P shell. The shell where the transiting electron is travelling from determines 
the energy of the X-ray photons produced [12; 22; 34; 48; 56].  
 
 21 
An X-ray spectrum is a graphical illustration of the relative number of X-rays produced 
at different X-ray energies (as shown in figure 2.2). It comprises the characteristic and 
the Bremsstrahlung X-ray photons [56; 34; 13].  The X-ray spectrum is of high 
importance in radiology because it influences the radiation dose and image quality. This 
is because X-ray distribution influences X-ray attenuation as the photons traverse 
objects of different densities and this effects image contrast. The voltage (kVp) 
determines the maximum X-ray energy (keV) of the spectrum and also influences the 
the number of X-rays produced.  Additionally, X-ray tube potential and minimum 
filtration determines the average energy of the X-ray photons [4; 13; 22; 48]. 
 
                
Figure 1.2:  X-ray spectrum for an X-ray tube [13] 
 
2.3.2 Attenuation and exposure parameter 
The fate of X-rays that traverse through tissue includes: no interaction, complete 
interaction or partial absorption with scatter. The interaction of an X-ray depends on 
tissue density, tissue thickness, and X-ray energy (kVp). Highly dense anatomical 
structures such as bone attenuate more X-rays from the penetrating beam than less 
dense structures such as fat or muscle [19; 22; 48]. Three main physical processes that 
are responsible for the attenuation of an X-ray signal are photoelectric absorption, 
Compton scattering, and pair production. In the photoelectric effect or absorption, the 
total energy of an incoming X-ray photon is transferred to an inner electron that is then 
ejected. Compton scattering occurs when the incident photon interacts with an outer 
electron knocking out the electron. The incident electron loses a part of its energy and it 
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is deflected in a different direction. In pair production, the photon interacts with a 
nucleus forming a positron-electron pair. Any excess photon energy possessed by this 
pair is then transferred into kinetic energy in the particles produced [1; 12; 22; 48]. 
 
As the X-rays pass through the object being scanned, the signal is attenuated by 
scattering and absorption. The probability that a photon will penetrate through a patient 
or be attenuated is dependent on the sum of the X-ray attenuation properties of all the 
tissues the photon traverses to give the image of the patient [12; 13; 34; 43; 56; 43]. 
This probability may be expressed per thickness of the attenuator as the detected x-ray 
intensity by Lambert-Beer equation as:  
 
                                                           (2.1) 
 
where    is the initial X-ray intensity, variable x is the length of the object traversed by 
the X-ray photon and μ denotes the linear attenuation coefficient o0f the material being 
scanned [12; 13]. Taking into account the relationship between X-ray attenuation 
coefficient and the X-ray energy, solving the equation over the range of effective X-ray 
energy spectrum resolves equation 2.1 into equation 2.2: 
 
                                              (2.2) 
 
where E is the X-ray photon energy.  
 
Higher kVp X-rays are less likely to interact with tissue and are described as more 
"penetrating". Increasing kVp, thereby generating more penetrating radiation, reduces 
the relative image contrast (or visible difference) between dense and less dense tissue. 
In order to obtain optimum contrast in an X-ray image, one must adjust the photon 
energy spectrum for the X-ray photons to efficiently penetrate such an object [25]. This 
is done by adjusting the exposure parameters such as kVp, mAs and intensity (I). The 
peak kilovoltage (kVp), which influences the quantity of photons and their energy, is 
related to the intensity, I, so that:  
  
  
  
    
    
                                                                       
As expressed above (see equation 2.3), the intensity of the radiation is proportional to 
the square of kVp change. Hence, a 50% decrease in mAs is equivalent to a 15% 
increase in kVp. Therefore, kVp changes have a major effect on the photon absorption 
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and patient dose. Despite the fact that mAs controls the number of electrons needed for 
X-ray formation, reducing the number of X-ray photons (mAs) has less of an effect 
when compared with the effect of kVp that quantifies the number of photons and their 
energy [1; 12; 25; 39; 55]. In summary, three reasons are clearly stated why increasing 
the average energy of photons (kVp) results in reduction in patient dose: 
 some photons in the scattered low energy radiation receives sufficient energy to 
penetrate deeper than the skin surface, and thereby increasing image quality 
 the number of photons engaged in the photoelectric effect will reduce as the 
average photon energy increases and the photons penetrates the object and 
contributes to image quality instead of increasing the radiation dose. 
 more high-energy X-rays are made available for effective radiographic image 
density and contrast management even when the mAs is reduced [12;  13; 19; 
34; 48]. 
 
2.3.3 Beam Filtration 
Filters in CT devices are absorbers or attenuators placed between the X-ray source and 
the object.  The beam attenuator filters out or absorbs the low energy X-rays that do not 
contribute to the image information, but increases the skin entrance exposure dose [11; 
25; 51]. Inherent filtration and additional filtration are the two most common filtration 
types in CT devices. Inherent filtration reduces the skin dose and is provided by the X-
ray tube glass, lead tube housing, cooling oil and window [1; 11; 22; 25]. The additional 
filtration is a removable filter(s) that further reduce the entrance skin exposure (ESE) to 
the patient without altering the image quality [34; 51; 55]. The additional filtration 
compensates for variations in beam path length across the patient cross section and may 
be in the form of several millimetres thick aluminium or its equivalent.  According to 
regulations and manufacturing standards for X-ray equipment, the radiation from an 
anode of an X-ray tube must pass through some type of filtration or through a beam 
attenuator [48; 56]. 
 
The spectrum of X-rays emitted by CT devices induces a wide range of energies that 
can be reduced using filtration (Figure 2.3.) After filtration, the X-ray beam is said to be 
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"hardened" meaning its average energy has increased giving the beam a higher quality 
in terms of uniformity, contrast, and linearity [22; 48; 56]. 
 
 
Figure 2.2: The energy spectrum showing the effect of filtration (1) spectrum exiting the 
anode, (2) After inherent filtration, (3) After additional filtration [22]. 
 
The half value layer (HVL) is a commonly used method for describing the penetrating 
ability and filtration of specific radiations.  The HVL (measured in cm or mm) is the 
thickness of a given material that is required to reduce the initial beam intensity of a 
radiation by one half [11; 25; 27; 34; 59]. Additionally, a relationship exists between the 
HVL and the attenuation coefficient. This relationship is represented in the following 
equation 2.4 [22; 59]: 
                             
     
 
                        . 
where μ denotes the linear attenuation coefficient of the material being scanned. 
 
However, the thickness and type of filter material are two important parameters in 
filtration. Furthermore, the type of filter, in relation to the atomic number of the material 
used, is also another important factor in filtration. As the atomic number (Z) of copper 
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(29) is higher than aluminium (13), aluminium is sufficient for lower energy X-rays 
whereas for higher energy X-rays, copper or tin with aluminium may be used [19; 25; 
29; 34; 41; 52; 59]. This is because materials with a high atomic number have a higher 
attenuation coefficient. Thereby, only X-rays with high enough energy are allowed to 
penetrate these materials [13; 22; 25]. An example of this happens in the compound 
type filtration set-up [25] where the material with the highest atomic number is placed 
first in the path of the X-ray beam followed by the material with a higher atomic or low 
atomic number, depending on the number of filter materials inter-positioned [25]. In 
addition to aluminum, which has been used in conventional CT as standard, other 
materials such as copper (Cu) and tin (Sn) are used as filters in CT imaging [25; 29; 34; 
59].  
 
The SCANORA 3D CBCT device (Soredex, Finland) used in this study was fitted with 
two filters one in the tube and one in the collimator (Fig 2.4). 
 
 
Figure 2.4: Illustration of the distance between the Focal point and flat panel detector 
showing the position of filter 1 (tube) and filter 2 (collimator). 
  
The collimator restricts the X-rays from scattering and helps maintain a chosen region 
of interest. Combining the two filters enhances beam hardening, beam uniformity, and 
the focusing of the X-rays, and, thereby, increases image quality [19]. 
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2.3.4 Field of View (FOV) 
The field of view (FOV) determines the depth within the patient that can be imaged or 
visualized. This feature is perhaps one of the most important in controlling patient 
radiation dose. The FOV in CBCT is one of its unique features [12; 37; 51] as it limits 
the field size to the region of interest (ROI). This offers a huge benefit to the patient as 
only the area to be diagnosed is irradiated by the X-ray beam. This reduces the patient 
dose and also benefits the radiography as the amount of scattering is lower when the 
ROI is locally irradiated. Furthermore, its efficiency depends on the manufacturer‟s 
detector size, shape and beam geometry and can be selected to suite different types of 
examinations. However, scanners using image intensifiers and CCD detectors use cm
3
 
in describing their dimensions. The dimensions of the beam‟s cylindrical FOV can vary 
from small fields for dental imaging to large fields for other facial examinations [37; 51; 
55].  In addition, the mode options may include facial (scout or 3D), panoramic, 
implant, and dental options chosen according to the examination [8]. The pixel size and 
matrix size, which are important in deducing image quality, are related to FOV 
according to the following equation [49]: 
 
            
             
           
                                                               
 
Offset mode/ Extended FOV scanning: Some CBCT devices (SCANORA 3D) 
offer an offset scanning mode. The offset scanning mode is used to increase the width 
of the FOV and, thereby, only use a small area of the detector. This is done by 
collimating the beam asymmetrically and offsetting the position of the detector in such a 
way that it scans only half of the patient (including the region of interest). This method 
is said to allow the scanning of an image larger than the flat-panel detector [51]. The 
acquisition of images larger than the flat-panel detector (extended FOV) is possible with 
the use of offset mode scanning as displayed in Figure 2.5: 
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Figure 2.5: (A) is an image of the normally used geometry of acquiring images from the focal 
spot of the X-ray tube to the flat panel detector (B) is an image of the extended FOV, it 
collimates the beam asymmetrically to extend the FOV object and shifts the location of the 
detector. (Courtesy: Soredex, Helsinki, Finland: with permission) [51]. 
 
2.3.5 Number of projections 
The number of projection images that make up the data set may vary depending on the 
type of device used. This number is determined by frame rates (number of images 
recorded per second), and the exposure cycle and the rotation speed [21; 30]. Increasing 
the projection data by increasing the projection increases the amount of information 
available to reconstruct the image. Following the „„as low as reasonably achievable‟‟ 
(ALARA) principle to produce images of diagnostic quality, the number of frame 
images should be minimized as acquisition of a large number of frame images requires a 
larger amount of radiation dose, longer scanning times, and longer primary 
reconstruction time [21; 51]. 
 
Temporal bone imaging is mostly carried out using 150% number of projections [50; 
59]. This is because enhanced and high quality images are required to effectively 
characterize the flexible anatomical structures in this region. Even though the 150% 
number of projections is known to increase the radiation dose by a certain percentage, it 
is acceptable for this purpose as the radiation dose used in CBCT is quite low [50]. 
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2.3.6 Radiation dose  
In order to balance the difference between quality and radiation dose in CBCT, the 
choice of settings (kVp and mAs) used during the exposure is of major importance. The 
use of collimation and low mAs aids the reduction of the effective dose but leads to the 
formation of low quality images [28; 34]. Despite the ease of obtaining diagnostic 
images through digital radiographic imaging, one must justify the need for every 
diagnostic protocol done on a patient before carrying out the radiation exposure [42; 
63]. This is because the radiation dose delivered during a CT scan is always more than 
that administered for an equivalent radiographic image. The international Commission 
on Radiological Protection (ICRP), an independent international body formed to 
deliberate on policies in the field of radiological protection, define strict regulations on 
the use of radiation in medical imaging. Their policies are based on the linear no-
threshold (LNT) theory of radiation carcinogenesis (ICRP 2008). These policies are for 
the prevention of cancer and other diseases and the effects associated with exposure to 
ionizing radiation, and to protect the environment. The regulations focus on the 
following: 
 The current understanding of the science of radiation exposures and effects. 
 The value judgment taking into account societal expectations, ethics, and 
experience gained in the application of the system [28; 42; 63].  
 
Several quantities and ambiguous terms are used to measure the amount of ionizing 
radiation a patient is exposed to depending on the application [61]. These metrics are 
explained in the following headlines: 
CT dose index 100 (CTDI 100):  It creates an index that shows the average 
dose to a phantom in the centre of the scan and it is presently the guidance offered by 
the Food and Drug Administration (FDA) for CT equipment manufacturers with 
provision of the U.S. federal performance standard for CT systems. It is mathematically 
given as follows:  
                                                                      
     
     
 
The term D(z) is the dose profile along in the air at position z of the dosimetry phantom, 
z is the position along a line perpendicular to the tomographic plane, n is the number of 
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tomograms produced in a single scan and T is the nominal tomography section 
thickness [61]. 
 
The effective dose: This is used as a measure of the radiation dose absorbed by 
patients in a radiographic modality. Effective dose measurement and calculation in 
practice is carried out using an anthropomorphic phantom, representing the shape and 
attenuation of an average human, most commonly an adult male. The effective dose 
ranges from one examination to other and also has different values in different organs. 
However, effective dose is influenced by technical imaging parameters such as mAs and 
FOV. For large FOV in CBCT scanners, the effective doses are higher and also depend 
on tissue type and the scanner‟s properties [42; 63]. Mathematically, effective dose 
measured in sievert (Sv) and is calculated thus: 
                                                                                                                      
where    is the equivalent dose or radiation weighted dose for all organs or tissues T 
measured in sievert (symbol: Sv) and      is the tissue weighting factor that expresses 
the contribution of this tissue to the overall radiation detriment from  
                                                                                 
The variable WR denotes the radiation-weighting factor (being 1 for X-rays), and f is the 
fraction of tissue T. DT denotes the average absorbed dose of tissue T (measured in unit 
Gray, Gy) and the summation being over all slices [42]. 
 
The major feature of CBCT imaging lies in the intensity of its ionizing radiation. It is 
known for its lower radiation dose compared with conventional CT used for ear 
exploration and other applications. Depending on the manufacturer, model, selected 
FOV, other imaging parameter selection and the material to be imaged, the radiation 
dose varies for all types of exposures. However, the study of Faccioli et al. (2009) 
confirmed that the effective dose of CBCT when compared with MDCT in temporal 
bone imaging is lower [14].  In addition, the amount of improvement in signal-to-noise 
ratio (contrast resolution), spatial resolution and slice thickness will determine the 
number of times the patient dose has been increased [14; 19; 37]. In addition, reducing 
tube current (mA), appropriate beam collimation to restrict the X-ray beam to the ROI, 
exposure time length, and choice of kVp are technical factors that have an effect on 
radiation dose [36]. The relationship between resolution and dose can be deduced as: 
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The variable D is the patient dose (measured in rad), S is the signal/noise ratio, e is the 
spatial resolution, b is the slice thickness, and variable   is a constant. 
 
2.3.7 Image Detection 
High resolution flat panel detectors (FPD) used in CBCT devices allow the generation 
of projection images of an entire region of interest (ROI) from a single gantry rotation 
by capturing the diverging cone-beam shaped x-rays [1; 12]. The size of this detector 
determines the extent of the object that is averaged into a single reading and its 
configuration is based on a solid-state large area integrated circuit.  The detector 
comprises a large pixel array of thin film transistor made of amorphous silicon 
photodiodes and a cesium iodide (CsI) scintillator [51]. In an FPD, the scintillation 
material (CsI) indirectly detects and absorbs the incoming photons (X-rays) that have 
passed through the patient. These photons produce flashes of light in proportion to the 
intensity of the absorbed X-rays. Photodiodes record the flashes of light produced by 
the scintillation crystals and transform them into an electric charge in proportion to the 
light absorbed. The electric charge in turn is converted into electronic data that a 
computer can convert into a high quality image of the target [12; 19; 27; 34; 51].  
 
Flat panel detectors (FPD) rotate very quickly at a range of 10-30 seconds and require 
frame rate image acquisition times of a few milliseconds [12; 51; 55]. The major 
advantages of FPD are fast digital read-out, reduced peripheral distortion, less noise, 
greater sensitivity to X-rays, and high spatial resolution. It also provides a greater 
dynamic range compared with conventional detectors such as an image intensifier 
detector [12; 37; 51]. Despite the advantages offered by flat panel detectors, one major 
disadvantage is the bad pixels‟ formation that limits the performance of the detectors in 
relation to the linearity of response to the radiation spectrum [37; 51]. Bad pixels 
formation also causes less uniformity of the incident photons throughout the detector 
and its effect on image quality is most noticeable at lower and higher exposures [37; 
51]. It is essential that the FOV used during an exposure is smaller than the detector 
size. According to the principle of CT, the imaging region of the scanned object must fit 
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within the X-ray beam formed by the X-ray generator and the detector. Usually, it is 
difficult to image an object that is larger than the scan FOV as the image does not 
effectively represent the object [1; 12; 37; 59]. 
 
2.3.8 Image Reconstruction 
Image reconstruction is done immediately after the acquisition of the projection images. 
It involves processing projection frames or tomographic slices to create volumetric data 
by dividing the volume into its constituent elements called voxels [1; 21; 37; 51]. Figure 
2.6 presents this reconstruction method. This is done mathematically by converting 
sinograms (a composite image that relates each row of projection images) into two-
dimensional slice images and the raw intensity data present in the sinogram are also 
converted into CT numbers (Hounsfield unit). These CT numbers then correspond to the 
gray scale in the image. The steps used in the reconstruction process are as follows: 
sinogram formation and correction by Radon transformation, and processing the 
corrected sinogram using an algorithm [1; 11; 21; 27; 37; 51; 55]. Radon transformation 
is done by extracting rows that later form a composite image [19; 27; 37; 51].  
 
The Feldkamp, Davis, and Kress (FDK) filtered back-projection algorithm is often used 
for processing the CBCT sinogram [19; 34; 51; 65]. In this filtered back-projection 
technique, the projection data is weighed and then convolved with a filter. Then, each 
view is successively superimposed over a square grid (back-projection) at an angle that 
corresponds to its acquisition angle [19; 27; 34; 51].  
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Figure 2.6: The steps involved in ART reconstruction used in SCANORA 3D Cone-Beam 3D 
Imaging System for projection data reconstructions (courtesy of Soredex, Helsinki, Finland: 
with permission). 
 
In CBCT reconstruction, primary reconstruction images are used to create secondary 2D 
reconstruction images in three orthogonal planes (axial, sagittal and coronal) and the 
production of 3D views. Primary reconstruction contains individual projection frames 
ranging from 100 to 600 images with each image having over one million pixels, with 
12 to 16 bits of data assigned to each pixel.  Due to the complexity, data handling is 
done by an acquisition computer that stores raw projection images and a workstation 
platform that receives the data from the acquisition computer via Ethernet and serves 
the purpose of processing the raw projection data [37; 51]. Sub-millimeter isotropic 
voxels with compositional equality in its three dimension (x=y=z) with a resolution that 
ranges from 0.076 mm to 0.4 mm [51] are produced in CBCT. This provides excellent 
high-contrast resolution and accurate spatial resolution even in the secondary (axial, 
coronal, and sagittal) and multiplanar reformation (MPR) images (formed by the 
stalking of the image). Additionally, isotopic pixels are preferable where high precision 
in all dimensions are of necessity. An example of this is when an implant site 
assessment, such as a cochlea implant that is of high interest in temporal imaging, is of 
necessity [27; 37; 55].  
 
The total time for reconstruction depends on the acquisition parameters (number of 
projections, voxel size, and FOV) as well as the hardware (speed of processing and 
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transfer of data from acquisition computer to workstation) and the software 
(reconstruction algorithm) used. The time for reconstruction must be within a range of 
2-3 minutes for standard resolution scans for efficient patient flow [51]. Hence, filtered 
back-projection is said to be fast and deterministic with a very well understood principle 
grounded in Radon transform and the Fourier slice theorem that links a function and its 
projections to its Fourier transform [12; 27; 37]. 
 
2.4 Image Quality Analysis 
One of the most important functions of a CT system is to resolve a 3D structure and 
represent that structure as an accurate 2D cross-section on a screen. There are several 
characteristics that affect the effectiveness of a CT system in delivering efficient image 
quality when carrying out this task [2; 49; 52].  Spatial resolution, contrast resolution, 
linearity and noise are the primary characteristics that determine the clarity of the 
information a medical image conveys [19; 49; 52]. The clarity of an image is acceptable 
if it is clear and unambiguous. However, CT parameters such as material thickness, 
algorithms, field of view, and detector size also affect the overall image quality in CT. 
These parameters must be balanced alongside with the characteristics in order to 
produce the best possible image of the anatomical structures being scanned [17; 19; 37]. 
Among other parameters necessary for effective image quality, the ability of the 
observer to detect signs of pathologically important processes is a major factor that 
should be noted during image acquisition [2, 17; 27; 55]. On the other hand, noise and 
artifacts have adverse effect on image quality as they distort or hinder image quality. It 
is necessary to manipulate CT parameters effectively in order to eliminate or reduce the 
effect of noise and artifacts. 
 
2.4.1 Spatial Resolution  
Spatial resolution is the ability to resolve, as separate forms, the smaller of two objects 
that are located very close to each other [49; 52]. Pixel size, focal spot size, source-
object-detector distance, detector width, blurring, ray sampling and patient motion are 
factors that may affect spatial resolution in CBCT [2; 12; 49].  
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Several methods that quantify or measure spatial resolution in CT systems include point 
spread function (SPF), line spread function (LSF), edge spread function (ESF) and 
modulation transfer function (MTF) [2; 27; 36; 49; 52; 63].The MTF is the most 
commonly used method to measure the spatial resolution capabilities of a CT system. It 
is the ratio of the amplitude of spatial frequency at the output from the imaging system 
to the amplitude of the same spatial frequency at the input to the imaging system [63].  
In order to determine the MTF‟s for CT scanners, a measurement must be performed to 
obtain either the LSF or the PSF. Thereafter, the usual procedure is to interpolate be-
tween the measured points and to determine the Fourier transforms numerically in order 
to obtain the MTF [19; 49; 52; 63]. Apparently, the value of MTF varies from unity to 
zero. At low spatial frequencies, MTF is unity for all spatial resolution and it decreases 
as the spatial frequency increases. When the value of MTF becomes zero, it means that 
no information is available to be seen [63]. MTF is mostly represented graphically and 
it describes the blur or resolution property of any imaging system [2; 52; 55; 63]. 
 
2.4.2 Low-contrast Resolution 
Low contrast resolution or the sensitivity is the ability of an imaging system to 
discriminate between two anatomical structures that attenuate nearly the same amount 
of X-ray photons. The small attenuation differences in such images are due to the slight 
differences in densities or atomic number of the objects [36; 49]. Additionally, the 
absorption property of any tissue is often represented by the linear attenuation 
coefficient of such an object. This is a number that describes the absorption 
characteristics of the tissue and it is dependent on the photon energy, material thickness, 
density, and atomic number [25; 29; 34; 41;]. 
 
2.5 Artifacts 
Artifacts are related to unwanted distortions or errors that impair image quality and 
influence the correct assessment of details of interest, and thus, render the images 
diagnostically unusable [1; 30; 51]. In order to enhance an image affected by artifacts, 
there is the need to understand the basis of these artifacts and how they can be tackled 
[1; 30]. These artifacts are categorized according to their origin as physics-based, 
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patient-based, and scanner-based artifacts.  Physics-based artifacts are caused by the 
physical processes (i.e. the polychromatic nature of the x-ray beam). Patient-based 
artifacts result from patient movement or the presence of metallic substance in the 
object to be scanned. The scanner-based artifacts are mostly caused by the 
imperfections in scanner functions such as calibration errors and scanner detection 
issues and are mostly presented as ring artifacts [1; 30; 51; 63].  
2.5.1 Image Noise 
Noise in its simple definition is the measure of the standard deviation of voxel values in 
a homogenous phantom [36]. Image noise originates as unwanted random or non-
random distributed fluctuations of the signal that interferes with the image quality by 
obscuring the information content of an image [30; 63]. It is a form of physics-based 
artifact that reduces the low contrast resolution of an image. Thereby, it makes it 
difficult to differentiate between two tissues with similar densities [17; 36; 63].  This 
poses a challenge as the images acquired can be difficult to segment or use for treatment 
planning and follow-up in CBCT. To analyze the noise content of an image, the 
standard deviation of CT numbers in a region of interest must be calculated [19; 30]. 
The magnitude of noise present in a medical image is influenced by increment or 
decrement of one or more combinations of the following: kVp, mA, exposure time, 
object size and shape, collimation/reconstructed slice thickness, reconstruction 
algorithm or filter, detector efficiency, focal spot to isocentre distance, and the size of 
the focal spot [11; 25; 30; 36; 52; 63]. Noise in CBCT originates from quantum mottle 
or the fluctuation of photon fluency in the x-ray quanta. The number of detected quanta 
varies across different measurements probably due to statistical fluctuations that arise in 
the counting process [17; 63].  
 
In physics, the scatter-induced noise arises from the interactions of the incident X-rays 
with the atoms in the imaged object. During the traversing of the X-rays through the 
object, photoelectric absorption, Compton scattering, and coherent scattering may occur 
[30]. In radiology, most of the interactions can be traced to Compton scattering that 
results from the interaction between the incident high-energy X-ray photon and one of 
the loosely bound outer shell electrons on the atom of the object to be imaged. This 
leads to the ejection of this loosely bound electron whose energy and direction depends 
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on the energy transferred to it as it is ejected [12; 30]. Noise degrades the image quality 
produced with CBCT imaging devices more when compared with conventional CT 
devices due to the lower mAs values [30].  
 
Standard deviation: The standard deviation, evaluated from mean is a simple 
and useful tool in characterizing the noise in a medical image. It shows how far the 
values on a window deviated from their average. To evaluate the standard deviation in 
two or more identical images, one must measure the xi (specific area with equal number 
of pixels) in each image and evaluate the standard deviation of this region [4; 6]. In 
most medical images, it is difficult to evaluate the standard deviation because of motion 
artifacts. If we assume that the signal or image is the same with only statistical 
fluctuations, such as in this study, in every location in the region of interest, then the 
noise (standard deviation) can be calculated from one image and the same can be done 
for more images obtained from the fixed anatomy from a similar region. 
Mathematically, standard deviation can be calculated using the following equation [4; 6; 
46]: 
                                    
 
 
       
  
    
 
                               
where u is the mean of pixel values in the ith image window. In this thesis,  would be 
estimated in a 30-by-30 matrix extracted from similar points in all the images. 
  
2.5.2 Beam Hardening 
The most commonly encountered artifact in CBCT scanning is beam hardening. This 
causes the edge of an object to appear brighter than the centre even when the material is 
homogenous. This occurs when imaging bony regions whose densities may vary 
depending on the type of bone and location of the anatomy. In beam hardening, there is 
an increase in mean X-ray energy or “hardening” of the polychromatic X-ray beam, 
which is composed of photons of various energies in its spectrum, as the beam traverses 
the object [1; 27]. Although the beam loses energy overall, its average energy increases, 
and, thus, affects the effective attenuation coefficient. This conflicting information 
confuses the reconstruction algorithm and the object appears less dense than it actually 
is. This manifests as two different artifacts within the reconstructed image, namely: 
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cupping artifact, and streaks and dark bands [1; 12; 30; 63]. These artifacts are 
explained below. 
 
 Cupping artifacts: This refers to the differential absorption between the X-rays 
passing through the centre of an object where there is more material and those passing 
through the edges resulting in the formation of a “cup”. The cup occurs when there is an 
artificial darkening in the interior of an image and a corresponding brightening near the 
edges of the image. The attenuation is said to reduce as the beam becomes harder 
leading to the creation of a new resultant linear attenuation coefficient profile that is 
different from the ideal profile obtainable without beam hardening [1; 12; 27; 30; 51; 
55]. 
 
Streaks and dark bands  are the appearance of dark bands or streaks between 
two or more dense objects that form a heterogeneous cross-section and result in 
artifacts. Streaks and dark bands are due to the difference in the portion of the X-ray 
beam that penetrates one object at a certain tube position when compared with the 
portion of the beam that penetrates the heterogeneous cross-section at other tube 
positions. The beam is said to be less hardened as it penetrates the heterogeneous cross-
section and makes it difficult to differentiate between beam hardening artifacts and 
actual material variations. This is because the surfaces present in these tissues have 
different densities and attenuation profiles [1; 17; 30; 55; 63]. Severe streak artifacts 
may also occur due to photon starvation that causes noisy projections at tube 
angulations. This can be corrected by increasing tube current [1]. 
 
Beam hardening is unavoidable in CBCT scanning and it is a major concern of the 
manufacturers of these systems. Certain built-in features are available and many 
manufacturers are interested in research on new methods to minimize beam hardening 
[1; 30; 55]. The simplest approach to reduce this artifact is to use an energetic and 
uniform X-ray beam. However, an additional filter called a bowtie filter may be used to 
further harden the edges of the beam that penetrates the thinner part of a patient. Beam 
hardening correction software is used in iterative algorithms during image 
reconstruction of bony anatomy. It minimizes the blurring effect at the bone-soft tissue 
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interface and may also eradicate dark band appearances in non-homogeneous cross-
sections [1; 30; 40; 51; 55] 
 
2.5.3 Partial Volume Artifact 
Partial volume artifact occurs when the X-ray scanner losses information while trying to 
average out the difference between a small number of high-density tissues and a large 
number of low-density tissues [1; 30; 40]. It appears as inherent resolution limitations 
and causes blurriness at the material boundaries of the image. The partial volume effect 
may also result from the penetration of other than the ROI of the cone-shaped beam that 
leads to the formation of pixels that do not represent the tissue or its boundary [27; 30]. 
Moreover, partial volume, which poses a problem in CBCT, does not affect image 
quality in MDCT devices. This is because the problem of insufficiency in detector size 
does not occur in MDCT while imaging objects. In CBCT, the flat-panel detector may 
be small for imaging certain objects. For this reason, the data reconstruction algorithm 
assumes that the object is entirely covered by the detector at all angles, whereas, some 
portions are missing. Then the reconstruction algorithm tends to calculate the linear 
attenuation coefficient of such an image based on the area covered. This result in 
inappropriate data collection as less data than what is represented by the object is in the 
FOV coverage. This often leads to truncated-view artifact [51].  
 
In some cases, the artifact may result from a dense object located off-centre. It is caused 
by the presence of an off-centre object that lies on the pathway where the beam passes. 
As a result, the beam penetrates this off-centre object and registers its image on the 
detector coupled with the targeted object‟s image [1; 30]. Smaller FOV machines 
experience this phenomenon more than systems with a larger FOV. However, scanning 
using thinner slices instead of a few thick sections may minimize or avoid partial 
volume artifact and the voxels becomes smaller, and, hence, reduces the partial volume 
effect [1].  
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2.5.4 Undersampling 
The number of projection images used in image reconstruction plays a major role in 
image quality. Undersampling occurs when there are too large intervals between 
projections or too few basis projections [1; 51]. Undersampling results in the 
misregistration of details relating to sharp edges, noisier images, and small objects, and  
may cause view aliasing or ray aliasing. View aliasing occurs in an image when fine 
lines or stripes appear to be radiating from the edge of a dense structure at a distance 
where ray aliasing occurs when the stripes appears close to the structure [1; 51]. This 
aliasing is said to be less serious in medical imaging especially in bony anatomy 
evaluation since the fine lines do not resemble the anatomical structures. However, 
when resolution of fine details is of high value, there is a need to avoid this form of 
artifact. Acquiring a large amount of projection data by increasing the projection is one 
way to minimize undersampling.  
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3. MATERIALS AND METHODS 
One formalin-fixed human cadaver head of a succumbed Finnish patient with intact 
anatomical structures was scanned using the SCANORA cone-beam 3D imaging system 
(Soredex, Finland). The donor cadaver was obtained with permission from the Ethical 
Committee and the Department of Anatomy, Tampere University Hospital, Tampere, 
and was previously embalmed and stored in the standard fashion for use in teaching and 
dissection. The brain had been removed from the cadaver and the cranial cavity was 
replaced with a water-filled plastic bag. The cadaver head was fixed to a head support as 
shown in Figure 3.1 and the temporal region of the cadaver head was targeted by X-
rays. Laser light beam markers were used to ensure the correct positioning of the 
cadaver head (Fig 3.1).  
                                
Figure 3.1: An Image of the cadaver head correctly fixed in the patient position to focus the 
beam on the temporal area of the cadaver head.  
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3.1 Image acquisition 
Three different filter sets were used during image acquisition. In total, 10 scanning 
protocols were performed. The exposure parameters, number of projections 
(frames/scan) and filtration used in each scanning session are shown in Table 3.1. The 
acquired images were then transferred and reconstructed on a Phillips workstation using 
0.51 mm slice thickness, 0.53 mm slice distance with no contrast enhancement or 
windowing.  
 
Table 3.1: Imaging modes, exposure values, number of projections and filtration. 
FOV 
(Z*XY) 
Voxel 
Size 
(mm) 
kV mAs frames/ 
scan 
frame 
count 
exposure 
time (s) 
pulse 
length 
imaging 
time 
filter-1 
tube 
filter-2 
collimator 
60X60mm 0.133 90 12.5 450 450 4.95 11 19.95 0.1mm Cu  0.1mm Cu 
60X60mm 0,133 90 8 450 450 4.95 11 19.95 0.1mm Cu  0.1mm Cu 
60X60mm 0.133 90 12.5 675 675 7.43 11 29.93 0.1mm Cu  0.1mm Cu 
60X60mm 0.133 90 8 675 675 7.43 11 29.93 0.1mm Cu  0.1mm Cu 
60X60mm 0.133 90 12.5 675 675 7.43 11 29.93 0.1mm Cu  4 mm Al 
60X60mm 0,133 90 8 675 675 7.43 11 29.93 0.1mm Cu  4 mm Al 
60X60mm 0.133 90 12.5 675 675 7.43 11 29.93 3 mm Al 4 mm Al 
60X60mm 0.133 90 8 675 675 7.43 11 29.93 3 mm Al 4 mm Al 
60X60mm 0.133 90 12.5 450 450 4.95 11 19.95 3 mm Al 4 mm Al 
60X60mm 0.133 90 8 450 450 4.95 11 19.95 3 mm Al 4 mm Al 
 
3.1.1 Cu-Cu (factory-fitted) filtration study  
The first filter set (factory-fitted filter set) consisting of one 0.1 mm Cu and one 0.1 mm 
Cu were positioned as shown in Figure 3.3. Four scanning protocols were carried out 
with this filtration (Table 3.1). Out of the four scanning protocols, two of the scanning 
protocols were carried out using 100% projections and the remaining two were done 
using 150% projections.  
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Figure 3.3: The distance between the filters and their distances from the source and the 
detector. 
 
3.1.2 Cu-Al filtration study  
In this study, the first Cu filter in the tube was retained and the second Cu filter in the 
collimator was removed and replaced with a 4 mm Al filter (figure 3.4.) Recalibration 
of the device followed and two scanning protocols (Table 3.1 row 5 and 6) were 
performed at 150% number of projections. 
 
Figure 3.4: Arrangement of the filters showing the distance between the filters and their 
distances from the source and the detector. 
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3.1.3 Al-Al (custom-made) filtration study 
In this study, custom-made Al-Al filters of a thickness of 3 mm and 4 mm were fitted in 
the tube and collimator filter positions respectively (shown in Figure 3.5). Recalibration 
of the system followed and four scanning protocols were carried out. The exposure 
parameters and filtration used in the four scanning protocols are displayed in Table 3.1. 
Two of the scans were carried out at 100% projections and the remaining two were 
carried out at 150% projections. The distance between the two filters remained the same 
as in the first study. As shown in Figure 3.4, the space between the filters (65 mm) and 
the distance between the filters and the detector (527.5 mm +- 10 mm) remained the 
same. 
 
Figure 3.5: Arrangement of the filters used for study 2 showing the distance between the 
filters and their distances from the source and the detector 
 
3.2 Quality assessment  
All images were exported to a Phillips workstation to perform coronal, sagittal and axial 
reconstructions using 0.53 mm slice thickness and 0.51 mm slice distance. The two 
forms of assessments carried out are explained below. 
3.2.1 Quality assessment based on visual assessment 
All images were exported to a Phillips workstation to perform coronal, sagittal and axial 
reconstructions using 0.53 mm slice thickness. Visual image assessments were 
performed on 83 coronal, 90 axial, and 85 sagittal slices obtained from ten scanning 
protocols. The following nine anatomical landmarks were visually assessed by two 
radiologists with more than 20 years of experience: (1) the tympanic membrane, (2) the 
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incus, malleus and stapes, (3) the scutum, (4) the oval window, (5) the cochlea, (6) the 
vestibulum, (7) the semicircular canals, (8) the Eustacian tube, and (9) the facial nerve 
canal. The effect of changes in the type of filtration, mAs, and the number of projections 
on the image quality of each of these anatomical structures was scored according to the 
following ranking system: (0) absent, (1) hazey, (2) sharp, and (3) very sharp. 
 
3.2.2 Quality assessment based on noise analysis 
The second part of the quality assessment focused on calculating image noise. The noise 
in a chosen image was characterized by evaluating the standard deviation. Identical 
slices were selected from the coronal data sets of all the images used in the visual 
assessment. Then xi (30-by-30 selected pixel) and u (mean value over the 30-by-30 
pixels) were calculated. The standard deviation,    of the separate pixel values in the 
image was then calculated using the following equation [4; 6; 46]: 
   
 
 
       
 
 
   
 
 
                    
In all the images evaluated, similar ROIs representing a 30-by-30 matrix were cropped 
(shown in Figure 3.5) using algorithms (Appendix 1) and the standard deviation was 
calculated for each image. The standard deviation was chosen as a mean of noise 
assessment in this study because the cadaver head used was fixed and the images 
acquired from the same position in each case were identical.  The evaluation was carried 
out in MATLAB user interface and the generated results are presented in the results 
section [46]. Figure 3.5 shows one of the identical slices and the 30-by-30 pixel from 
the region of interest used for the standard deviation evaluation. 
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Figure 3.5: Raw image and cropped 30-by-30 pixels image used for standard deviation 
evaluation placed on the region of interest. 
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4. RESULTS 
Following the procedure described in the material and methods chapter, the results of 
this work are divided into anatomical (visual) and noise (algorithm-based) analyses.  
The findings of the noise analysis carried out using the MATLAB algorithm were 
compared with the visual assessment findings. Both sets of findings were similar. The 
effect of the filter changes and the differences reported when the datasets for the three 
filter types were compared showed that Cu-Al filtration with a total filtration of 4.01 
mm gives the best image quality and also a lower noise/error value. Additionally, 
increasing the number of projections to 150% generated images with better visual 
quality and a lower noise level when compared with images acquired at 100% 
projections.  Finally, changing the tube current did not have a clear effect on the image 
quality when the images were visually assessed. However, the error differences between 
the two tube currents were more noticeable in the noise analysis.   
 
4.1 Visual assessment results  
Tables 4.1, 4.2, and 4.3 present the averages of the two visual assessment sessions 
carried out based on the following ranking: (0) absent, (1) hazey, (2) sharp, and (3) very 
sharp. During the visual assessments, images were inspected for changes in image 
quality due to changes in filtration, tube current, and number of projections based on the 
clarity of nine anatomical landmarks. The anatomical landmarks assessed were the 
following: tympanic membrane, incus, malleus and stapes, scutum, oval window, 
cochlea, vestibulum, semisircular canals, Eustachian tube, and the facial nerve canal. 
 
4.1.1 Visual assessment results based on changing filtration. 
Table 4.1 shows the effect of changes in filtration at 12.5 mA and 150% projections. On 
the vertical axis, each anatomical structure is displayed with its average rank when the 
three filter sets (displayed on top) were used. As shown in Table 4.1, the anatomical 
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landmarks were visible in all cases, but the image quality was best when Cu-Al 
filtration, 150% projection and 12.5 mA were used. A graphical representation of these 
values is presented in Figure 4.1.below.  
 
Table 4.1: Average of the two visual assessments for the three filter combinations used (12.5 
mA and 150% projections). 
Anatomical 
Landmarks 
Al-Al Cu-Cu Cu-Al 
Tympanic Membrane 2 2 2 
Incus, Malleus and 
Stapes 
1.25 2 2.25 
Scutum 1.5 2 2.25 
Oval Window 1.5 2 3 
Cochlea 1.5 2 2.5 
Vestibulum 2 2 2.5 
Semi-Circular Canals 1.5 2 2.5 
Eustachian Tube 1.5 2 2 
Facial Nerve Canal 1.75 2 2 
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Figure 4.1: Bar chart showing the quality ranking (vertical axis) and the anatomical 
landmarks (horizontal axis) of the two visual assessments for the three filter combinations 
used. 
 
4.1.2 Visual assessment results based on changing the tube current 
Table 4.2 presents the effect of changes in tube current from 8 mA to 12.5 mA (100% 
projections and Cu-Cu filtration) on the image quality using (0) absent, (1) hazey, (2) 
sharp, and (3) very sharp as the ranking criteria.  Surprisingly, the differences in image 
quality when tube current was changed from 8 mA to 12.5 mA were found to be 
minimal. Therefore, changes in tube current had only a very small effect on the image 
quality of the anatomical landmarks. However, when the number of projections was 
reduced to 100%, more information was obtained when 12.5 mA was used than when 8 
mA was used.  
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Table 4.2: Average of the two visual assessments of 8 mA and 12.5 mA tube currents at 150% 
projections with Cu-Cu filters. 
 
 
4.1.3 Visual assessment results based on changing the number of 
projections. 
Table 4.3 presents the effects of changing the number of projections from 100% to 
150% (12.5 mA and Cu-Cu filtration) on the image quality using (0) absent, (1) hazey, 
(2) sharp, and (3) very sharp as the ranking criteria. As can be seen from Table 4.3, 
when the number of projections was 150% the results were better than when 100% 
projections were used. This was because more projection or basis images were available 
for reconstruction at 150% projections and this affected the image quality. Figure 4.2 
presents the average of the two visual assessments showing the effect of increasing the 
number of projections from 100% to 150% (12.5 mA and Cu-Cu filtration). 
 
 
 
 
Anatomical 
Landmarks 
8 mA 12 mA 
Tympanic Membrane 1.5 2 
Incus, Malleus and 
Stapes 
2 2 
Scutum 2 2 
Oval Window 2 2 
Cochlea 2 2 
Vestibulum 2 2 
Semi-Circular Canals 2 2 
Eustachian Tube 2 2 
Facial Nerve Canal 2 2 
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Table 4.3: Average of the two visual assessments showing the effect of increasing the 
number of projections from 100% to 150% (12.5 mA and Cu-Cu filtration)  
 
 
 
 
 
 
 
 
 
Figure 4.2: Average of the two visual assessments showing the effect of increasing the 
number of projections from 100% to 150% (12.5 mA and Cu-Cu filtration). 
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Anatomical 
Landmarks 
100% (number  
of projections)  
150%(number 
of projections) 
Tympanic Membrane 1.5 2 
Incus, Malleus  
and Stapes 
1 2 
Scutum 1 2 
Oval Window 1.25 2 
Cochlea 1.75 2 
Vestibulum 1 2 
Semi-Circular Canals 1.75 2 
Eustachian Tube 1.5 2 
Facial Nerve Canal 1.5 2 
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4.2 Noise analysis 
Using the MATLAB algorithms (shown in Appendix 1), Table 4.4 shows the standard 
deviation values of the identical slices selected from the coronal data sets of the same 
images used in the visual assessment. The smallest standard deviation value shows the 
image with the best quality and the highest standard deviation value shows the image 
with the lowest quality.  
 
Table 4.4:  Exposure parameters and the filtration of the identical slices selected, and the 
standard deviation values obtained from the 30-by-30 ROI. 
Exposure parameters used  
and filtration 
Standard deviation  
8 mA, 100% projection  
and Cu-Cu filtration 
18.8236 
12.5 mA, 100% projection  
and Al-Al filtration 
12.8198 
12.5 mA, 100% projection  
and Cu-Cu filtration 
11.5809 
8mA, 150% projections  
and Cu-Cu filtration 
9.3944 
12.5 mA, 150% projections 
 and Cu-Cu filtration 
9.0083 
12.5mA, 150% projections  
and Al-Al filtration 
8.5328 
8mA, 150% projections  
and Cu-Al filtration 
10.3694 
12.5mA, 150% projections  
and Cu-Al filtration 
8.0019 
 
4.2.1 Noise analysis based on changing filtration 
Figure 4.3 shows the standard deviation values obtained when the filtration was 
changed from Cu-Cu to Cu-Al and to Al-Al for a similar ROI (Figure 4.4) in three 
identical images. Figure 4.3 show that Cu-Al has the lowest standard deviation value. 
This implies that the coronal images obtained at 150% projections and 12.5 mA using 
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Cu-Al filtration have less noise when compared with the images obtained with the same 
parameters when Cu-Cu and Al-Al filtrations were used.  
 
 
Figure 2.3: The bar chart of the plot of standard deviation values obtained when three 
different types of filtration were used at 150% projections and 12.5 mA. 
 
 
Figure 4.4: Coronal slice showing the entire image and the 30-by-30 ROI pixels used for 
evaluating the standard deviation. 
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4.2.2 Noise analysis based on changing the number of projections 
Figure 4.5 shows the standard deviation values obtained when the number of projections 
was changed from 100% to 150% (Figure 4.6) in four identical images obtained when 
A-Al and Cu-Cu filtration was used. The standard deviation values obtained for 150% 
projections were lower than for Cu-Cu and Al-Al filtration.  This shows that increasing 
the number of projections to 150% reduces the noise content of the images.  
 
 
Figure 4.5:  A plot of the standard deviation values obtained for 100% and 150% projections 
for Cu-Cu and Al-Al filtrations and 12.5 mA. 
 
 
Figure 4.6: Coronal slice showing the entire image and the 30-by-30 ROI pixels used for 
evaluating the standard deviation. 
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4.2.3 Noise analysis based on changing the tube current 
Figure 4.7 shows the standard deviation values obtained when the tube current was 
changed from 8 mA to 12.5 mA for a similar ROI (Figure 4.8) in four identical images 
selected when Cu-Al and Cu-Cu filtration were used. The standard deviation values 
obtained for 12.5 mA were lower when compared with the 8 mA values for both Cu-Al 
and Cu-Cu filtration. The changes were larger when Cu-Al filtration was used when 
compared with the values obtained when Cu-Cu filtration was used. 
 
 
 
Figure 4.7: A plot of the standard deviation values obtained for  8 mA and 12.5 mA Cu-Cu and 
Cu-Al filtrations obtained at 150% projections. 
 
 
Figure 4.8: Coronal slice showing the entire image and the 30-by-30 ROI pixels used for 
evaluating the standard deviation. 
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5. DISCUSSION 
This cadaver study comprised a temporal bone study and a sinus assessment study 
carried out on a Scanora 3D, cone-beam 3d imaging device. My part of the research 
focused on a comparative image quality assessment of CBCT temporal bone imaging 
based on filtration combination, X-ray tube current (milliamperage), and the number of 
projections used. Three filter sets: a 0.1 mm-0.1 mm Cu-Cu filter, a 3 mm-4 mm Al-Al 
filter, and a 0.1 mm-4 mm Cu-Al filter supplied and fitted by Soredex, Finland, were 
used in the image acquisition. Additionally, two tube currents of 8 mA and 12.5 mA, 
and a tube voltage of 90 kVp were used and the projection data were captured at 
standard 100% and 150% projections from a Scanora 3D, cone-beam 3d imaging 
system (Soredex, Tuusula, Finland).  
 
The effectiveness of the filters, tube current, and projection increment were evaluated 
based on the image quality acquired from the temporal bone area. Conclusions were 
drawn based on the quality assessment results obtained by assessing the noise, and 
anatomical visibility of nine anatomical landmarks. The atomic number and the 
arrangement of the filters were found to have an effect on the quality of the images 
generated after the beam penetrated the object. Additionally, the images generated at 
150% projections were of better diagnostic value and had a lower noise level when 
compared with those obtained at 100% projections in both the visual and algorithm-
based assessment. However, the effect of the tube current changes from 8 mA to 12.5 
mA was not so evident as they both gave similar image quality results. In summary, 
images generated with 4.1 mm filtration (copper and aluminum sandwich) at 12.5 mA 
and 150% projections produced the best image quality.  
 
This study had several limitations.  A major limitation was that a formalin-fixed cadaver 
head with an unknown medical history, removed brain, and no blood flow was used in 
the study. Unlike live patients, the cadaver head did not cause motion artifacts. 
Furthermore, being a formalin-fixed cadaver head, there might have been changes in the 
tissue properties. All these may have resulted in better image quality, changes in 
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attenuation of the tissues and, thus, the possibility of a wrong conclusion. In addition, 
the radiation doses were not measured during the imaging protocols. 
 
5.1 The effect of using different filter sets 
The results of the visual assessment and noise analysis showed that Cu-Al filtration at a 
thickness of 4.01 mm (equivalent to 7.3 mm Al) gave better image quality results when 
compared with both Al-Al filtration of 7 mm thickness and Cu-Cu of 0.2 mm 
(equivalent to 6.6 mm Al) thickness. The Cu-Cu filtration was second to Cu-Al 
filtration in the visual assessment while the Al-Al filtration was second in the noise 
analysis. This may be because the noise in the images did not prevent the observers 
from viewing the anatomical landmarks. However, the noise analysis calculated this 
noise without considering how much the noise interrupts the image visibility.  Even 
though the aluminum equivalent thickness is about 7 mm in all the three filter sets, the 
effects were different. This was because copper is a higher atomic number material and 
attenuates low energy X-rays more than aluminum. However, high-energy photons, on 
the other hand, do not yield the best image quality in practice. As a result, it is necessary 
to effectively manipulate the material and combinations in order to generate the best 
image quality [25, 59: 9; 52]. 
 
This supports the results of Milton Costa et al. (2009) who in their results claimed that 
the interposition of aluminum and copper filters, especially when associated, results in 
improved image quality [9]. This further supports the results of Devito et al. (2006) 
where the contrasts of images were compared when Cu and Al filtration was used and 
concluded that a Cu filter produced better contrast images than an Al filter. [11]. Based 
on these results, and the explanations made by Joseph et al. [14], the filter material used 
has a more important role in beam filtration than the thickness of the filter material. 
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 5.2 The effect of changing the tube current  
From the visual assessment results obtained, tangible changes were not detected in the 
diagnostic values of all the images when the tube current was changed from 8 mA to 
12.5 mA or vice versa.  In a few cases, the 12.5 mA images were of a better quality. The 
results of the noise analysis showed that 12.5 mA had better image quality because the 
standard deviation values were lower than the standard deviation values obtained when 
8 mA was used. The question of what is acceptable image quality and whether the noise 
interrupts the anatomical details depends on the observer. In addition, the tube current 
depends on the FOV [9], tube voltage (mAs), and the intensity (I) used. Hence, effective 
manipulation of these parameters in CBCT temporal bone imaging to create a good 
balance between the image quality and the As Low As Reasonably Achievable 
(ALARA) principle is necessary.  
 
 The findings of this thesis is supported by the results of Jeffrey et al. (2007) and Sohaib 
et al. (2001) [23; 54] who both concluded that no significant image quality difference 
occurred when the mA is changed. In an earlier study by Palomo et al. (2006), however, 
reduced image quality was reported. The reason why this observation was not found in 
our study may be because a cadaver head was studied and not C-Phantoms [41] as was 
the case in their earlier study.  
 
5.3 The effect of varying the number of projections 
The results of the visual assessment and noise analysis showed that the image quality in 
all cases when 150% projections were used possesses less noise and clearer anatomical 
details when compared with the quality at 100% projections. However, the anatomical 
details obtained when the number of projections was 100% were also found to be good, 
but cannot be compared with the quality of the anatomical details produced when the 
number of projections was increased to 150%.  
 
This supports the claims of Sakata et al. (2007) who investigated the Optimization of 
TACT imaging protocols for the in situ visualization of cochlear electrode arrays in 
feline temporal bones. They found that the quality of the resulting images, evaluated as 
a function of image contrast, improved with the larger number of basis images that 
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resulted from increasing the number of projection [50]. The question of what is 
acceptable image quality and what is an important anatomical landmark are important 
questions. Bo Lu et al. (2010) claim that reducing the number of projections allows a 
good balance between dose reduction and contrast visibility. Furthermore, their results 
showed that increasing the number of projections increases the scanning time and does 
not significantly influence detailed contrast visibility as the images obtained at a lower 
number of projections are also diagnostically acceptable [33]. This observation was also 
found in our study. However, the complexity of the temporal bone may require an 
increased number of projections in order to effectively characterize the entire anatomy. 
Moreover, Bo Lu et al. study was based on Image Guidance for Radiotherapy (IGRT) 
and this method requires that the patient dose produced by image acquisition should be 
as low as possible because the scanning times used in this method are much longer.  
 
5.4 Reliability of the results  
In the visual assessment, all the slices of coronal, sagittal and axial images were used in 
the evaluation. In the noise analysis, however, only eight identical images were selected 
from the coronal dataset for the evaluation.  
 
The standard deviation values used in the noise assessment were successful because the 
cadaver head used in this study was fixed and the images acquired in each case were 
identical. In real patients, motion artifacts may cause changes in the images acquired 
from the same location. For this reason, this method may not be effective for noise 
assessment in clinical applications [21; 26; 39].  
 
The visual assessments were reliable as they are used for medical image analysis in 
practice. In this study, the views of the two radiologists with over 20 years‟ experience 
in the field of radiology were employed. Additionally, the cadaver head model used in 
this study mimics the real patient and may be preferred to a phantom model because it 
possesses the skin and temporal bone features whose properties affects the image 
quality. The cadaver model attenuated the photons in a similar manner, as would have 
been the case when real patients were used. However, assessing real patients may give a 
better result and this has been listed in the limitations of this thesis.  Furthermore, only 
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one cadaver head was used in this study. A larger study with more than one cadaver 
head or real patients with varying size, bone age, and sex may provide more information 
in the image analysis. 
 
Finally, ten scanning protocols with no enhancement or windowing were acquired and 
used in this study. No scanning was done with Cu-Al filtration at 100% projections. For 
this reason, no comparative analysis was carried out at 100% projections when Cu-Al 
filtration was used.   
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6. CONCLUSION 
In this thesis, a comparative image quality assessment of CBCT temporal bone imaging 
based on filtration combination, X-ray tube current (milliamperage), and the number of 
CBCT-projections was carried out. Copper and Aluminum (Cu-Al) filters offered the 
best image quality when compared with the factory-fitted Cu-Cu and Al-Al filter 
combinations in both anatomical clarity assessments and noise analyses. From the 
results, it was also demonstrated that increasing the number of projections from the 
standard 100% number of projections to 150% offered a better characterization of the 
complex temporal bone anatomy. Finally, changing the tube current from 8 mA to 12.5 
mA resulted in a minimal change in the image quality when visually assessed. However, 
the effect of the tube current variations increased when the noise analyses were carried 
out.  
 
In conclusion, variations in the material property of the filter, effective filter inter-
positioning and variations in the number of projections optimized the image quality in 
CBCT temporal bone imaging 
 
This study has several limitations.  A major limitation was that a formalin-fixed cadaver 
head with an unknown medical history, removed brain, and no blood flow was used in 
the study. Unlike normal patients, the cadaver head did not cause motion artifacts. 
Furthermore, being a formalin-fixed cadaver head, there might have been changes in the 
tissue properties. This may have resulted in better image quality, changes in the 
attenuation of tissues, and, thus, the possibility of the misleading results. In addition, the 
radiation doses were not measured during the imaging protocols. 
 
Because CBCT has become more popular for temporal bone imaging, the results of this 
study underline the need for further investigations into the effects of exposure 
parameters and filtration by using filters made from other materials other than the 
standard Cu and Al. A further study based on the evaluation of changes, in terms of 
image quality, resulting from the use of different filter shapes could also be carried out. 
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In addition, a similar study of the sinus area, another area where CBCT has become 
popular, using the same parameters could be carried out to demonstrate the tissue 
characterization in support of the findings of this thesis. Furthermore, a real patient 
study with diseased patients and control patients with no temporal bone defects using 
the same parameters could further clarify and strengthen the findings of this thesis. 
Finally, the effect of these filter combinations may also be tested in the 
dentomaxillofacial imaging encountered in dental-implant planning, the treatment of 
craniofacial fractures, and orthodontics in order to evaluate their overall efficiencies. 
 62 
APPENDICES 
Appendix 1 
 
The MATLAB algorithm used for the noise analysis in calculating standard deviation is 
presented below. The heading of each algorithm describes the evaluation in each case 
and each loaded image is named in relation to the exposure parameters and the filtration 
used [6; 46]. 
 
 
%Standard deviation calculation for the slice from 12.5mA, 100% 
projections and Cu-Cu filtration 
clear all 
close all 
clc 
%loading of image 
I1=imread('0.1mm0.1mm12,5mAcor.jpg'); 
%image before cropping 
figure; imshow(I1,[]) 
%cropping the image to localize region of interest (ROI) 
IC1=imcrop(I1,[564 259 30 30]); 
%image after cropping 
figure; imshow(IC1,[]) 
%calculating the standard deviation 
s=std(double(IC1(:))); 
 
 
%Standard deviation calculation for the slice from 8mA, 150% 
projections and Cu-Cu filtration 
clear all 
close all 
clc 
%loading of image 
I2=imread('0.1mm0.1mm8mAcor.jpg'); 
%image before cropping 
figure; imshow(I2,[]) 
%cropping the image to localize region of interest (ROI) 
IC2=imcrop(I2,[504 348 30 30]); 
%image after cropping 
figure; imshow(IC2,[]) 
%calculating the standard deviation 
s=std(double(IC2(:))); 
 
 
%Standard deviation calculation for the slice from 12,5mA, 150% 
projections and Cu-Cu filtration 
clear all 
close all 
clc 
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%loading of image 
I3=imread('50%0.1mm0.1mm12,5mAcor.jpg'); 
%image before cropping 
figure; imshow(I3,[]) 
%cropping the image to localize region of interest (ROI) 
IC3=imcrop(3,[506 351 30 30]); 
%image after cropping 
figure; imshow(IC3,[]) 
%calculating the standard deviation 
s=std(double(IC3(:))); 
 
 
%Standard deviation calculation for the slice from 12,5mA, 100% 
projections and Al-Al filtration 
clear all 
close all 
clc 
%loading of image 
I4=imread('0.1mm0.1mm8mAcor.jpg'); 
%image before cropping 
figure; imshow(I4,[]) 
%cropping the image to localize region of interest (ROI) 
IC2=imcrop(I4,[558 330 30 30]); 
%image after cropping 
figure; imshow(IC4,[]) 
%calculating the standard deviation 
s=std(double(IC4(:))); 
 
 
%Standard deviation calculation for the slice from 12,5mA, 150% 
projections and Al-Al filtration 
clear all 
close all 
clc 
%loading of image 
I5=imread('50%4mm3mm12,5mAcor.jpg'); 
%image before cropping 
figure; imshow(I5,[]) 
%cropping the image to localize region of interest (ROI) 
IC1=imcrop(I5,[577 379 30 30]); 
%image after cropping 
figure; imshow(IC5,[]) 
%calculating the standard deviation 
s=std(double(IC5(:))); 
 
 
 
%Standard deviation calculation for the slice from 12,5mA, 150% 
projections and Cu-Al filtration 
clear all 
close all 
clc 
%loading of image 
I6=imread('50%0.1mm4mm8mAcor.jpg'); 
%image before cropping 
figure; imshow(I6,[]) 
%cropping the image to localize region of interest (ROI) 
IC6=imcrop(I1,[587 286 30 30]); 
%image after cropping 
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figure; imshow(IC6,[]) 
%calculating the standard deviation 
s=std(double(IC6(:))); 
 
 
%Standard deviation calculation for the slice from 12,5mA, 150% 
projections and Cu-Al filtration 
clear all 
close all 
clc 
%loading of image 
I7=imread('50%0.1mm4mm12,5mAcor.jpg'); 
%image before cropping 
figure; imshow(I7,[]) 
%cropping the image to localize region of interest (ROI) 
IC7=imcrop(I7,[577 286 30 30]); 
%image after cropping 
figure; imshow(IC7,[]) 
%calculating the standard deviation 
s=std(double(IC7(:))); 
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